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Microfluidic diagnostic devices often require handling particles or cells with different sizes. In this investigation, a tunable 
hydrophoretic device was developed which consists of a PDMS slab with hydrophoretic channel, a PDMS diaphragm with 
pressure channel and a glass slide. The height of the hydrophoretic channel can be tuned simply and reliably by deforming 
the elastomeric diaphragm with pressure applied on the pressure channel. This operation allows the device to have a large 
operating range where different particles and complex biological samples can be processed. The focusing performance of this 
device was tested using blood cells that varied in shape and size. The hydrophoretic channel has a large cross section which 
enabled a throughput capability for cell focusing of ~15,000 cells s-1, which was more than the conventional hydrohoretic 
focusing and dielectrophoresis (DEP)-active hydrophoretic methods. This tunable hydrophoretic focuser can potentially be 





















 A large portion of the world’s population has little or no access to quality healthcare, especially those who live in rural 
areas in developing countries. Being unable to access basic medical facilities like in urban medical centres could mean 
missing an early diagnosis and losing the best opportunity for treatment.1 On this basis there is an obvious demand for 
affordable and portable diagnostic devices which can be performed at point-of-care or home by non-professional individuals 
2. Since microfluidics devices offer a variety of benefits, such as low sample volume, low cost, real-time detection, and 
greater portability; there has been an ever-increasing development in microfluidic platforms for point-of-care biomedical 
applications over the past decade 3-5.  
 Many of the microfluidic diagnosis devices involve particle or cell separation. A number of techniques have been 
investigated for such a purpose, e.g., hydrodynamic filtration 6-8, deterministic lateral displacement (DLD) 9-13 and so on 14-16. 
The performance of these methods is dictated by a lateral length scale of the microchannel, named as critical diameter, in 
relation of the particle size. Yamada and Seki 7 first proposed the hydrodynamic filtration method for continuous particle 
separation using a microchannel having multiple side branch channels. Particles with a diameter larger than the critical 
diameter will not flow into the side channel whereas the smaller particles will. The critical diameter depends on the 
dimensions of the micro-channel, which in turn determines the size of particles to be filtered. The DLD, like the theoretical 
critical diameter, is another example, which was verified by experimental results 9. It was found that if the diameter of a 
particle was less than the critical diameter, it would move in ‘zigzag mode’ and retain its position, whereas a particle with a 
diameter larger than the critical diameter behaved in the ‘displacement mode’, unlike smaller diameter particles. They will 
also have a shift angle which results in their being sorted from the mixture. The theory of DLD was further explored by Inglis 
et al. 10 and a model was presented to illustrate the effect that the micro-posts geometry has on the critical diameter for 
particle fractionation. Despite of the great effort, the hydrophoretic theory has not been fully established. The value of the 
critical diameter for particle separation is mainly determined empirically by analysing the experimental data 17, 18. The main 
drawback of these methods is that the critical diameter is fixed for a given device. Once the channel has been fabricated, it 
cannot be easily modulated and thus limits the application to only particle samples with a narrow size range. 
 Tunable microfluidic devices are emerging to fill this gap due to the flexible nature of this design. Indeed, they have the 
potential to be controlled by a live feedback system, which uses experimental data to optimise the operating conditions and 
thus deliver the expected outcomes on time. A tunable elastomeric DLD device was first proposed by Beech and Tegenfeldt 
19. The distance between the mirco-pillars was controlled by applying strain to the device, which altered the critical diameter. 




signals were applied. The ability to tune the critical diameter was achieved by changing the applied electric field. The 
combination of dielectrophoresis (DEP) and DLD was implemented by Beech et al. 21 using an insulator based DEP. The 
platinum wires inserted in the inlets and outlets of the DLD devices served as electrodes that generated a negative DEP force 
around the micro-posts. The critical diameter was tuned in the range of 2-6 µm in a single device by altering the external AC 
signals. This combined technique could not only separate particles with regards to size, it could also polarise them. Besides, 
Choi and Park 22 also tried to make their hydrophoretic device tunable using the elastic deformation of polydimethylsiloxane 
(PDMS). Compressing the channel reduced its height and the critical diameter was then tuned from 7 to 2.5 µm. Another way 
of tuning hydrophoresis by combining negative DEP with hydrophoresis was proposed by our group 23, 24. In this technique 
the critical diameter is controlled by manipulating the magnitude and frequency of AC signals. However, DEP-based devices 
do not work well with physiological media (conductivities >1 S m-1), where cells become less polarisable than the medium 25, 
which is why they usually operate in a low conductive medium. 
 To overcome these issues, we aimed to develop a new microfluidic focuser with a diaphragm that can adjust the height of 
the hydrophoretic channel when pneumatic pressure is applied. This will result in a robust, cost-effective, and buffer-
compatible microfluidic device. The outline of this paper is as follows: Section 2 will introduce the materials and methods, 
including the methodology, design, and micro-fabrication, and the experimental setup and numerical simulation. The main 
results will be presented in Section 3, including the effect of the applied pressure, flow rate, and particle diameter on the 
focusing performance. Blood cells were introduced to test the capability of the tuneable hydrophoretic channel. The main 
conclusion will be drawn in Section 4. 
II. MATERIALS AND METHODS 
A. Methodology 
 A lab-on-a-chip device (Fig. 1) consists of a flow layer with a structured channel, a control layer with a rectangular cross 
section channel, and a glass slide. A sample can be introduced into the flow chamber in the flow layer that overlaps a lower 
fluid-filled control chamber. The two chambers are separated by a thin PDMS diaphragm that can be moved up or down by a 
pressure difference between the channels. The upper flow layer is a hydrophoretic device whose channel height can be tuned 
by stretching the elastomeric diaphragm. Typically, particles smaller than the critical diameter of the hydrophoretic channel 
will follow the rotation flow generated by the grooves and move back and forth and up and down (Fig. 1c). Given the 
appropriate pressure in the control layer, the diaphragm will stretch upwards, effectively reducing the height of the 
hydrophoretic channel. The critical diameter was decreased to a point where particles can form hydrophoretic ordering and be 




hydrophoretic devices whose critical diameter is pre-determined by the height of the channel once fabricated and is cost-
effective compared with DEP-active hydrophoresis. Moreover, physiological media can also be injected into this channel, 
which has potential applications in processing cells. 
B. Design and micro-fabrication 
 The control chamber (1500 µm wide, 40 µm high and 10 mm long) was pre-filled with deionised (DI) water and connected 
to a pneumatic source. The flow chamber (500 µm wide, 40 µm high and 10 mm long) has one inlet and one outlet. 
Microposts were placed at the inlet to act like a filter, so most of debris can be prevented from entering the hydrophoretic 
channel. Crescent shaped grooves with a small curvature of 250 μm and a large curvature of 300 μm were patterned onto the 
top of the channel.  
 The hydrophoretic device was fabricated by two step photolithographic techniques, as reported in our previous work 24. 
Briefly, a double layered mould was fabricated onto a 4” silicon wafer using SU-8 2050 (MicroChem Corp., Newton, MA). 
The first layer of photolithography was used as the main channel, and then the second layer with the pattern of grooves was 
laid on the first layer. The SU-8 2050 was spin-coated onto a clean silicon wafer in a three stage coating cycle (500 rpm for 
20s, 2000 rpm for 20s, and 4000 rpm for 40s) to form a 40 µm thick film. The wafer was then baked at 65 C for 2 minutes 
and 95 C for 7 minutes, before exposing it to UV light at a dose of 160 mJ cm-2 under a chrome photomask on a mask 
aligner (SUSS MicroTec, Germany). Another two stage hard baking process (65 C for 3 minutes and 95 C for 7 minutes) 
was then carried out. After this the second photolithography was implemented onto the previous layer using the same 
procedures as the first layer. Afterwards, a two-layer photoresist was developed in the SU-8 developer (MicroChem Corp., 
Newton, MA) for 8 minutes and sequentially rinsed with acetone and isopropyl alcohol (IPA). The mould for control channel 
was fabricated using the same photolithographic technique as the first layer of hydrophoretic channel. All the moulds were 
treated with Trichloro(1h,1h,2h,2h perfluorooctyl)-silane (Sigma-Aldrich, Missouri, USA) to deposit a mono-layer of silane 
onto the surface to make the release of PDMS easy. 
 Sylgard 184 elastomer base and curing agent (Dow Corning Corporation, Midland, USA) were mixed evenly in a ratio of 
10:1. The polydimethylsiloxane (PDMS) mixture was then poured onto the mold of flow layer and then totally degassed 
under a vacuum chamber. To fabricate the control layer, a mixture of uncured PDMS was spun onto the control channel 
mould at 200 rpm to form a 500 µm thick film. Since the SU-8 mold was 40 µm thick, the diaphragm on the top of the 
control channel was 460 µm thick. All the PDMS were then baked at 65 C for 2 h. The PDMS replica of the flow layer was 




flow layer and control layer with plasma (PDc-002, Harrick Plasma, Ossining, NY) for 3 min, the hydrophoretic channel was 
sealed with the control layer. The control layer was then gently peeled from the silicon wafer because the thin film was 
fragile. Afterwards, a pneumatic inlet was punched through the flow layer and the control layer. The control layer was 
bonded to the glass slide after being treated by oxygen plasma, as mentioned above.  
C. Material preparation 
 Red fluorescent microparticles 8 μm and 13 μm in diameter, and green fluorescent beads 10 μm (Thermo Fisher Scientific., 
USA) in diameter were used in our experiments. They were suspended in DI water, with Tween 20 (Sigma-Aldrich, Product 
No. P9416) added to this aqueous medium to impede the beads from sedimentation and aggregation. Samples of human 
blood were extracted from a healthy donor and then diluted 100× (0.45% hct) in phosphate buffered saline (PBS) solution 
before being injected into the hydrophoretic channel.  
D. Experimental setup 
A syringe pump (Legato 100, Kd Scientific) was used to inject the particle suspension into the micro-channel. The 
microfluidic device was placed under an inverted microscope (CKX41, Olympus, Japan) and the particle trajectories were 
captured by a CCD camera (Rolera Bolt, Q-imaging, Australia). An image processing program, Q-Capture Pro 7 (Q-imaging, 
Australia), was used to measure the focusing positions and the widths of the beads. Compressed air was provided by a 106 Pa 
air reservoir (Norgren Ltd, NSW, Australia) and was adjusted by a pressure regulator (AR30-02H, SMC Corp., Australia). 
This regulated air was then connected to the control layer. 
E. Numerical simulation 
 The channel deformation and particle trajectories were numerically modelled using the finite element software (COMSOL 
Multi-physics 4.3 COMSOL, Burlington, MA). To simulate channel deformation (Fig. 2a), a Solid Mechanics module that 
could calculate the strain of the elastic material under external forces was utilised to measure the displacement of the PDMS 
channel. Poisson’s ratio and Young’s modulus of PDMS were assumed to be 0.49 and 750 kPa, respectively 22. The bottom 
of the control layer was set to be the fixed boundary condition. Air pressure of 1 bar was evenly distributed in the control 
chamber. The remaining walls were treated as free boundary conditions. To simulate particle trajectories, a 3 dimensional 
(3D) geometry of the deformed channel was built. The laminar flow module was first utilised to obtain the hydrodynamic 
characteristics inside the three dimensional model. A non-slip boundary condition was set for the channel walls, and the fluid 
was assumed to be incompressible. The flow rate at the inlet was set at 20 µl min-1 and the pressure at the outlet was set at 
zero. The pressure and velocity vectors on the cross sections can be solved in the “Navier-Stokes Mode”. The particle 




1050 kg m-3 and 10 µm respectively were released evenly along the width of the channel.  Their movement in the channel 
were calculated 1.5 s with a calculation interval time of 10-4 s, which provided smooth particle trajectories. 
III. RESULTS AND DISCUSSION 
A. Modelling 
 Fig. 2a shows the deformed channel after a pressure of 1 bar was applied over the top wall of the pressure chamber. The 
top wall of the rectangular channel was deformed under this uniform air pressure. The diaphragm can be treated like slender 
beam that has the largest deformation in the middle, where a uniform load was applied onto the beam 26. The deformation of 
the control layer was transferred to the flow layer, so the hydrophoretic channel was also deformed.  To simplify the model, 
the grooves in the hydrophoretic channel were omitted. Deformation of the sidewall of the hydrophoretic channel was also 
omitted it was much less than the bottom wall. After measuring the relative deformation between the top wall and bottom 
wall, the height of the hydrophoretic channel was reduced by 12 µm at middle of the channel. 
 Fig. 2b illustrates the simulated particle trajectories in the deformed hydrophoretic channel that was built based on the 
previous simulation result of channel deformation shown in the Fig. 2a. The main channel was no longer rectangular because 
the bottom wall has a parabolic profile. After this deformation, smaller particles can satisfy the requirement for forming 
hydrophoretic ordering and after being released from the inlet, they followed the rotational flow generated by the grooves 
(Fig. 2b). Once they moved to the sidewalls a steric hindrance occurred which diffused them out of their helical streamlines 
and held them along the sidewalls; after which they gradually focused.  
B. Effect of pressure 
 The use of a diaphragm between the hydrophoretic channel and the glass layer enabled the different focusing performance 
under various air pressures (Fig. 3). In this experiment, 10 μm diameter beads were injected into the hydrophoretic channel at 
a flow rate of 20 μl min-1. The particle trajectories in each image were captured after 100 μs of exposure, and the images were 
then superposed to better illustrate particle tracing. The original height of the hydrophoretic channel was 40 μm without any 
pressure applied, but the 10 μm beads could not form their hydrophoretic ordering according to the principle of 
hydrophoresis, and therefore the particles that were introduced at the inlet only migrated back and forth inside the channel (as 
shown in Fig. 3a). At the outlet, 10 μm particles could not be focused and evenly distributed across the width of the channel, 
but as air pressure applied it pushed the diaphragm upwards to a point where 10 μm particles satisfied hydrophoretic ordering 
and achieved hydrophoretic focusing (Fig. 3b). Then the steric hindrance could drive the particles along the sidewalls focus 




 Fig. 3c shows the fluorescent profiles of particle trajectories under an applied pressure of 0.5 and 1.0 bar. The 10 μm beads 
tended to move closer to the sidewalls as the air pressure increased, and they also became more focused. Obviously, a high 
pressure will reduce the height of the channel and therefore the particles will travel in a smaller space where the interaction 
between particles and grooves will be enough to focus them well. However, the pressure should not be high enough to cause 
the diaphragm to touch the top wall of hydrophoretic channel because this would cause the particles to block the middle of 
the channel. Most of them stuck at the edge of grooves and could not pass through the channel, but once the diaphragm was 
released, the trapped particles were flashed away by the fluid. This could also demonstrate that tunability was the best aspect 
of this device.  
C. Effect of flow rate 
 The dependence of tunable hydrophoretic focusing on the flow rate was characterised as the flow rate ranged from 10 to 
100 μl min-1 with pressure of 1 bar. 10 μm diameter beads were introduced into the channel. The presence of the grooves was 
omitted, so the linear velocities of particles passing through the 500 μm wide by 40 μm high channel ranged from 0.83 to 
8.33 cm s-1. Particles passing through a microfluidic channel normally experience inertial force and viscous force. Here, the 
particle Reynolds number Rp is the dimensionless ratio of particle inertia to the viscous force 
17, i.e. Rp= (ρD
2U)/(µDh), where 
ρ represents the fluid density, D is the particle diameter, U is the flow velocity, µ is the dynamic fluid viscosity and Dh is the 
hydraulic diameter defined as Dh= 2WH/(W+H). Where Rp>1, particle inertia plays a dominant role and the equivalent paths 
of particles under hydrophoretic ordering are also affected by inertial force. However, the particle Reynolds number was 0.13 
for 10 µm beads at the maximum working flow rate of 100 µl min-1 so in our experiments the particle inertial effect can be 
omitted.  
 Fig. 4a shows the focusing positions with various flow rates. The insets of Fig. 4a illustrate the optical images of particle 
trajectories at the outlet under a flow rate of 50 and 100 μl min-1 respectively. The particles were focused onto the sidewalls 
of the channel with two separated lateral positions from 74.5 and 447.1 μm, to 90.4 and 428.3 μm with the flow rate varying 
from 10 to 100 μl min-1. Obviously, the flow rate had little effect on the focused position, which was consistent with the 
conclusion from Choi and Park 18, who reported that particle position had no relationship with the flow rate. 
 The influence of flow rate on focused widths is shown in Fig. 4b. The focusing performance deteriorated as the flow rate 
increased, but when the flow rate was less than 50 μl min-1, the particles could still focus well and the focusing width of each 
streamline was within 40 μm. Once the flow rate reached 100 μl min-1, particles deflected from sidewalls to the centreline of 




transverse flows were not strong enough to keep them migrating along the sidewalls. Moreover, the higher flow rate 
generated higher pressure inside the hydrophoretic channel, causing the pressure difference between the hydrophoretic 
channel and the pressure channel decrease. This means the diaphragm should not be pushed too high because poor focusing 
results were observed. 
D. Effect of particle diameter 
 The influence of diameter on the focusing performance was examined by injecting particles with three different sizes, i.e., 
8, 10, and 13 μm in diameter at flow rate of 20 μL min-1 into the hydrophoretic channel. Fig. 5a shows the focusing profiles 
of different particle diameters at the outlet with a pressure of 1 bar. Since the larger particles compared to the channel height 
could easily form hydrophoretic ordering, a narrower focusing profile was observed. As the air pressure increased from 0 to 1 
bar, the focusing widths of particles with different diameters decreased rapidly (Fig. 5b). The focusing widths were reduced 
from 189 to 37 μm for 8 μm particles. A similar trend was observed for the 10 μm beads where the focusing widths were 172, 
72, 42, 24 μm at 0, 0.5, 0.8, and 1.0 bar, respecively. The focusing width of 13 μm beads reached 16 μm at the maximum 
pressure, but as pressure inside the pressure channel rose and the pressure inside the hydrophoretic channel remained the 
same, the difference in pressure between the two channels increased. The diaphragm between the two layers went upwards to 
form a shallower hydrophoretic channel. Therefore, a good focusing performance was achieved at a high pressure. 
E. Focusing of blood cells 
 Human blood is a complex biological fluid that contains red blood cells, platelets, white blood cells, and plasma. Typically, 
the diameters of spherical white blood cells have a large distribution from 7 to 30 µm in size; red blood cells have a discoid 
shape and are 7 to 8 µm in size, while discoid-shaped platelets are 2 to 4 µm in size 27. To examine whether our microfluidic 
device has the ability to focusing a complex sample that varies in shape and size, a blood sample diluted with a PBS (0.45% 
hct) buffer was injected into the channel; it should be noted that a concentration of blood cells will influence the focusing.  
Choi et al. 28 found that when the haematocrit of blood was higher than 1%, the interaction between cells and cells would not 
be negligible, that is, blood cells tend to flow adjacent to each other and cell to cell interaction will affect the focusing results. 
To avoid such an interaction, a diluted blood sample was prepared to improve the focusing of blood cells.  
 The optical micrograph in Fig. 6a shows the trajectories of blood cells at the outlet, in the absence of pressure. The blood 
cells were not focused in the micro-channel; they were distributed evenly at the outlet (see multimedia view Video 1). 
However, when a pressure of 1 bar was applied the blood cells focused onto the sidewalls (Fig. 6b), indeed, two separate 




After passing through the channel, most blood cells went through within a lateral range from 15 to 82 µm, and 392 to 466 
µm, with a focusing behaviour similar to polystyrene beads; this result indicated that the tuneable hydrophoretic device could 
be used to focus blood cells. 
 The ability to throughput and focus blood cells was estimated to be approximately 15,000 cells s-1, which was higher than 
conventional hydrophoretic focusing (6,667 cells s-1) 28 and the DEP-active hydrophoretic approach (7,600 cells s-1) 24. To 
focus the disk-shaped red blood cells, the low throughput was attributed to the conventional 7.2 µm high hydrophoretic 
channel combined with the smaller cross section 28. Although the DEP-active hydrophoresis was another tunable microfluidic 
method, the working flow rate was normally low so that both large and small particles could be focused simultaneously 24, 
but compared to the throughput of the inertial focuser (36,000 particles s-1) 29 , this value was relatively low. However, this 
drawback can be overcome by parallelising multiple channels in a single chip. 
IV. CONCLUSSIONS 
 A tunable hydrophoretic device was developed by inserting a diaphragm between the PDMS channel and the glass slide. 
This elastomeric diaphragm can be moved up and down by the pressure difference between the hydrophoretic channel and 
pressure channel; this movement, or deformation, was used to tune the height of hydrophoretic channel and thus change the 
critical focusing diameter; this meant that particles with the diameter smaller than the criterion of the hydrophoretic ordering 
can still be focused in the channel when air pressure was applied. A 3D model with the same geometry as the experimental 
channel was also built to simulate the deformation of the channels and particle trajectories. This model was then validated by 
the experimental data. The experimental results proved that particles with the diameter comparable to the height of the 
channel can still be focused in the smaller (deformed) channel by applying pressure onto the pressure channel. Particles can 
still be focused at a flow rate of 50 μL min-1. The throughput of the current device for focusing blood cells was estimated to 
be 15,000 cells s-1, which is significantly higher than conventional hydrophoretic focusing and DEP-active hydrophoretic 
approaches. This tuneable device can focus particles with multiple diameters and complex biological samples in a single 
chip, and thus has great potential for applications such as miniaturised flow cytometry for cell counting and analysis. 
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